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QUALI'I'ATIVE ANALYSIS OF GAS MIXTURES 

BY MICROWAVE SPECTROSCOPY 

By W i l l i a m  F. White 
Langley Research Center 

INTRODUCTION 

The Langley Research Center of NASA has been engaged f o r  several  

years i n  the  development of microwave spectroscopy as a means of de- 

tec t ing  atmospheric contaminants i n  space cabin simulators. 

for bet te r  ana ly t ica l  methods is i l l u s t r a t e d  i n  such reports as 

reference 1. 

operation for 30 days, four cryogenically trapped contaminant samples 

The need 

In  an  experiment involving manned and unmanned simulator 

were taken per day and sent t o  d i f f e ren t  laborator ies  for  analysis.  

The conclusion reached was t h a t  the  art of contaminant analysis  had not 

reached the point of valid repeatabi l i ty .  

The goal of the work a t  Langley i s  t o  develop an unambiguous method 

of identifying the components of gas and vapor mixtures, and of measuring 

the  concentrations of each. Only the qua l i ta t ive  aspects w i l l  be covered 

i n  t h i s  paper. 

techniques and reference data  needed f o r  t he  detection of contaminants 

i n  air, but most of t he  work i s  d i r e c t l y  applicable t o  other ana ly t ica l  

problems . 

Research i n  t h i s  area is primarily concerned with the  
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The purpose of t h i s  paper is  t o  provide an introduction t o  the  

character is t ics  and capabi l i t i es  of microwave spectroscopy as an 

ana ly t ica l  tool ,  through a review of some of the  work at Langley. 

F i r s t ,  the  choice of frequency range w i l l  be discussed with respect 

t o  the number of molecules which can be detected and t h e  e f f ec t  of 

frequency on sens i t i v i ty  t o  t race  gases. The v e r s a t i l i t y  of t h e  

method w i l l  be demnstrated with a ser ies  of spectra of t h e  same 

molecule run under d i f fe ren t  conditions, and the  application of the 

various types of data t o  ana ly t ica l  work w i l l  be discussed. One of 

the possible approaches t o  the analysis of an unknown sample w i l l  be 

presented. 

done t o  completely au tomte  the operation and data reduction of the 

spectrometer, and of the  work i n  double resonance spectroscopy. 

The paper w i l l  conclude w i t h  a review of the  work now being 

MOLECULAR COVERAGE AM, SENSIYIVITY 

The frequency range needed is determined by the  d is t r ibu t ion  of 

absorption l i n e s  throughout the  microwave range, which is, i n  turn,  a 

f'unction of molecular s t ructure .  Except f o r  a f e w  very simple gases, 

most polar gases and vapors have absorptions throughout the  range acces- 

sible t o  typ ica l  microwave spectrometers. 

is a plot  of the  percentage of molecules with microwave spectra which 

have one or more absorption l i n e s  i n  a given frequency in te rva l  centered 

a t  25 GHz (ref. 2) 

t he  curve tends t o  change i n  t h e  manner indicated by the  dashed l i n e ,  

The sol id  curve of figure 1 

A s  the  center frequency of the  in te rva l  i s  increased, 



- 3 -  

since l i n e  in t ens i t i e s  generally increase with frequency and a higher 

proporti.on of the allowed t rans i t ions  f o r  a molecule become strong enough 

t o  detect .  

(26.5-40 GHz) spectrometer and indicates t ha t  approximately 95 percent 

of the molecules w i t h  microwave spectra can be detected i n  t h i s  band, 

If K-band (18-26.5 GHz) coverage is  a l so  provided, there w i l l  be few 

The rectangular area i s  the  interval  covered by an R-band 

- 

- molecules with microwave spectra which cannot be detected. 

It is  not necessary t o  use the  en t i r e  coverage of the  spectrometer 

t o  detect  most molecules, since, as can be seen from the  curye, a high 

percentage of mlecules  w i l l  have l i nes  i n  a frequency in te rva l  much 

smaller than the t o t a l  spectrometer range. 

band so f a r  includes molecules w i t h  anywhere from 0 t o  1500 l i n e s ,  with 

the average number being somewhat less than 400 per molecule. 

therefore, a good chance of" finding one or more absorptions due t o  the 

The data catalogued i n  R- 

There is, 

majority of molecules by scanning only a portion of the range available,  

and any of the l i n e s  may be used i n  ident i f ica t ion  of a molecule. 

the stronger l i nes  are  preferred since they provide better sens i t i v i ty  

t o  t race  gases, but any observed absorption provides val id  information. 

MormalLy, 

When sens i t i v i ty  t o  t r ace  gases i s  important, it is  desirable t o  

operate a t  the  highest frequencies available, due t o  the increase i n  

l i n e  strength w i t h  frequency. There is  an optimum frequency beyond which 

sens i t i v i ty  declines, but t h i s  is  f o r  most molecules considerably higher 

than the frequencies available with commercial spectrometers, 

is  a cumulative curve of percentage of molecules which can be detected 

9 

Figure 2 
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a t  various concentrations i n  a mixture.  Th i s  curve i s  based on p b -  

l ished peak absorption coeff ic ients  below 30 GHz and is  obtained by 

assuming t h a t  the coeff ic ient  decreases i n  proportion t o  the  d i lu t ion  

of the sample. 

concentration but is  dependent on sample composition. 

points r e f l e c t  improved sens i t i v i ty  over the  predicted values, pnr t ly  

due t o  operation a t  higher frequencies, but a l s o  due t o  t h e  f a c t  that 

they were taken using air  as a di luent  gas. 

l i g h t  non-polar gas, t he  l i n e  strengths d.0 not decrease as rapidly as 

the  sample concentration. The reason is the  smaller ef fec t ive  cross- 

section f o r  co l l i s ions  i n  such a gas, which r e s u l t s  i n  less pressure 

broadening of the  absorption l i n e s .  Since the  i n t e g a t e d  in tens i ty  

over the  entire l i n e  does wry i n  proportion t o  the number of nolecules, 

t h e  narrower l i n e s  must be compensated by greater peak heights. 

I n  general, t he  coeff ic ient  does not vary l i n e a r l y  w i t h  

The experimental 
- 

- 

When the  d.i.fuent i s  a 

Figure 3 shows the  var ia t ion  of t h e  absorption coeff ic ient  and the 

The dashed s igna l  as a function of microwave power -in the  sample c e l l .  

curve i s  representative of the behavior t o  be expected if the  l i n e  shape 

were independent of sample composition, and t h e  so l id  curve shows the 

e f f ec t  of using a gas l i ke  air as a di luent .  The p a r t i a l  pressure of 

t he  absorbing molecule i n  the  sample is assumed t o  be the same. Less 

power i s  required t o  reach the  maximum signal  i n  t h i s  case; but i f  suf f i -  

c ien t  power is  not available,  there  i s  s t i l l  more s igna l  than expected 

on a one-to-one d i lu t ion  basis. 

a t  a given pressure i n  air  than f o r  t he  pure sample, it is possible t o  

Further, since the  linewidths a r e  l e s s  



operate a t  higher pressures and increase the  s ignal  even more without 

a loss  i n  resolut ion as compared t o  the  pure sample. 

Figure 4 is an i l l u s t r a t i o n  of t h i s  e f f ec t  for methyl chloride. 

On the  r i g h t  is  the  spectrum a t  approximately .O3 t o r r  pressure, and 

the  spectrum on the l e f t  includes absorptions (nmkered 1 and 2) corres- 

- ponding t o  those i n  the pure sample, The l a t te r  spectrum i s  from a 

cal ibrat ion sample containing 75 ppm methyl chloride and 76 ppm Freon-22 

i n  air, run a t  .3 t o r r .  There is  a Freon doublet i n  t h i s  spectrum, 

but it i s  evident t h a t  t h e  resolution is comparable i n  the  two cases i n  

s p i t e  of the la rge  pressure difference.  Also, note t h a t  t he  signal-to- 

noise r a t i o  i s  su f f i c i en t  t o  detect  somewhat s m l l e r  concentrations 

than 75 ppm, although even t h i s  s ens i t i v i ty  should not be expected on 

the  basis of the absorption coeff ic ient  f o r  t he  pure methyl. chloride. 

T h i s  improvement i n  sens i t i v i ty  over the  expected value is  peculiar t o  

d i lu t ion  w i t h  a non-polar gas. If t h e  di luent  is polar, there  may be 

l i t t l e  e f f ec t  on linewidths, or the  e f f ec t  may be the  opposite of t h a t  

described, resul-tine i n  less s e n s i t i v i t y  than predicted, 

c 

EFFECTS OF SAMPLE pRES,TuRE AND SCAN RATE 

Both t h e  t o t a l  scan t i m e  and the frequency range scanned are 

continuously variable over a wide range w i t h  modern microwave spectro- 

meters, so t h a t  there  is l i t e r a l l y  an i n f i n i t e  number of scan rates, 

The maximum r a t e  which may be used i n  a given case depends on the  

stren&h and width  of the  l i n e s  t o  be observed, since these fac tors  
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determine the necessary detector t i m e  constant. 

meters arg i n  turn,dependent on t h e  sample composition and pressure, 

H i g h  pressures (a f e w  tenths  of a t o r r  or greater) natural ly  allow t h e  

fastest scans, but a l so  result i n  the  poorest resolution and frequency 

measurement accuracy. There is a l s o  the  problem of glow discharges i f  

These absorption para- 

too high pressures and Stark modulatim fields are used a t  the saEe t i m e ,  

When operating at pressures of t he  order of one t o r r  or more, it is 

usually necessary t o  use r e l a t ive ly  low modulating fields.  For analy- 

t i c a l  purposes, t h i s  does not appear t o  be a disadvantage, since many 

of the l i n e s  are severely undermodulated and a r e  not observed, resu l t ing  

i n  a simpler spectrum. 

on resolution. 

t o  keep the scan times comparable i n  each case. 

- 

- 

Figures 5-9 i l l u s t r a t e  the e f f ec t s  of pressure 

Progressively smaller portions of t h e  range are covered 

Figure 5 is  the  spectrum of methylene chloride a t  about two t o r r .  

There are around 1200 d iscre te  l i n e s  catalogued i n  t h i s  region, which 

comprises a l l  of R-band. 

orders of magnitude. 

These l i n e s  vary in  in tens i ty  about three 

The wave numbers a r e  shown fo r  comparison w i t h  

infrared spectra,  

the  strong l i n e  a t  40 GHz, which w i l l  be seen l a t e r  i n  a m i x t u r e .  

general, one f inds more of a d iscre te  l i n e  spectrum, even a t  t h i s  high 

pressure. 

type of scan covers t h e  e n t i r e  range of t h e  spectrometer and can be 

done i n  as l i t t l e  as 1 minute. 

The only d i s t inc t ive  feature  of t h i s  spectrum i s  

In 

The lack of resolution and accuracy is  obvious here, but t h i s  
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A s  the  pressure is  decreased, the  broad bands of f igure  5 s p l i t  up 

in to  resolvable sharper l ines ,  as shown i n  figure 6. 

of the  spectrum indicated by brackets i n  figure 5 ,  m n  a t  .l5 t o r r  pressure. 

Resolution and frequency measurement accuracy are grea t ly  improved hme, 

a t  the  expense of speed. 

accomplished i n  an hour or more, depending on the s t rength of  the  l i n e s ,  

Note the  l a rge r  quant i t ies  of data  avai lable  here. The amount of infor- 

mation avai lable  from a low resolut ion spectrum can be duplicated by 

a r b i t r w i l y  choosing a small portion of R band f o r  observation o f t h e  

methylene chloride spectrum with the improved resolut ion of figwe 6. 

However, there  is  more information available than is  evident i n  t h i s  

spectrum. 

.O3 t o r r  pressure. 

Frequency measurements can readi ly  be m a d e  t o  5 or 6 d i g i t  accuracy a t  

pressures of' t h i s  order, but t h e  scan rate is  such as t o  take several 

hours t o  scan the  e n t i r e  band, and longer i f  the l i n e s  are weak. 

This is  the  portion 

A scan of R-band with t h i s  resolut ion can be 

The portion shown i n  brackets is  repeated i n  f igure 7 a t  

The s ingle  strong l i n e  i s  now seen t o  be a t r i p l e t .  

F'urthRr reducing the  pressure t o  .01 t o r r  and slowing the  scan 

r a t e  correspondingly, shows each component of t he  t r i p l e t  i n  f igure 7 

t o  be a t r i p l e t  itself. 

accuracy under these conditions; and, i n  t h i s  pa r t i cu la r  case,there 

are nine l i n e s  where only one is  observed a t  higher pressures, 

is  addi t ional  in formt ion  avai lable  from the  r e l a t i v e  in t ens i ty  pa t te rn  

o f t h e  l i n e s .  However, a t ta in ing  t h i s  resolut ion and accuracy Over the  

Frequenci.es can be measured t o  seven d i g i t  

There 
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en t i re  range involves one o r  more days scan time. T h i s  is the  type of 

operation necessary t o  observe a l l  of the  1200 catalogued l i n e s  i n  R- 

band. Fortunately, it is  not necessary f o r  most purposes, other than 

i n i t i a l  data cataloguing, t o  operate over wide frequency ranges a t  

m a x i m  sens i t i v i ty  and resolution. 

Figure 9 represents the maximum resolution which can be achieved 

with ordinary spectrometers. 

gas is  such at  these low pressures that col l is ions w i t h  the c e l l  walls 

predominate and fbr ther  reductior, of pressure reduces the s ignal  strength 

without affect ing linewidth. 

r a t ion  broadening a t  very low pressures. 

should be necessary only i f  interference i s  experienced fro% closely 

adjacent l i n e s  or If maximum accuracy i n  frequency measurement is  

desired. 

The mean free path of molecules i n  the  

It is a lso  d i f f i c u l t  t o  avoid power satu- 

Operation a t  maximum resolution 

USE OF MICROWAVE SPECTRA TO IDENTIFY M0I ;EWS 

One of the  areas of research a t  Langley is  how bes t  t o  use the 

various types of data i l lus t ra ted .  

mind i s  t o  u t i l i z e  the  high resolution and accuracy o f t h e  spechmmeter 

by choosing a f e w  of the  strong l i n e s  for ident i f icat ion purposes 

ignoring the  rest of t h e  spectrum. 

a t  several of these frequencies is taken as proof of t h e  molecule's 

ident i ty .  

l ines ,  as is the  case for simple molecules or when di lut ion has &e 

T k  first approach which comes t o  

and 

The presence of absorptions 

This is qui te  sa t i s fac tory  f o r  molecules with f e w  absorption 
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a l l  but the strongest l i n e s  undetectable. 

where some molecules may be present i n  high concentrations, and where 

some of the molecules may have more than  1000 absorption l i n e s  i n  R-band 

alone, t h i s  approach can lead t o  undetected e r ro r s  Pa analysis .  

par t icular ,  it cannot be used i f  there  is a chance of more than two com- 

ponents i n  the gas, as the poss ib i l i t y  of e r ro r  increases very rapidly 

with the number of  components i n  a mixture. 

For the more r e a l i s t i c  case 

I n  

Figure 10 i l l u s t r a t e s  the  type of ambiguity which may O C C W  &ri 

a mixture. T h i s  sam2le contains methanol, ethanol, isopropanol, methylene 

chloride, and chlorobenzene i n  a i r .  

due t o  methylene chloride which are coincident w i t h  two l i n e s  of isopro- 

panol. A t  higher frequencies, the s i tua t ion  is  repeated with in te r -  

ference between methylene chloride and methanol l i n e s .  Thus, t he  infor- 

mation t h a t  absorption occurs a t  these four frequencies is not suf f ic ien t  

t o  know whether it i s  due t o  methylene ehlmide, t o  methanol and isopro- 

panol combined, or t o  all three - not t o  mention t h e  poss ib i l i t y  of one 

or more of t h e  l i n e s  being due t o  some substance which is not i n  the  

catalog. This points up the  importance of having complete spec t ra l  data 

available for  reference, even though it is  not a l l  necesswy f o r  a given 

ident i f ica t ion .  

i n  a sample but can be serious for complex m i x t u r e s .  

On t he  l e f t ,  there  are two l i n e s  

Th i s  problem does not e x i s t  fo r  one or two components 

The i l l u s t r a t i o n  i s  given not t o  imply t h a t  t he  microwave method i s  

inherently ambiguous, but t o  emphasize t h a t  a t ten t ion  must be given t o  

the e n t i r e  spectrum of a molecule, ra ther  than j u s t  a f e w  l i n e s .  Another 
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advantage of knowing the  entire spectrum is  t h a t  it allows ident i f ica t ion  

of a l l  l i nes  observed f o r  a par t icu lar  unknown sample so that absorptions 

due t o  molecules whicfi may not be i n  the catalog can be recognized. It 

is  then known that there  are one or more components i n  t h e  sample which 

have not been identified; and, i f  desired, the  data may be retained and 

w i l l  be val id  whenever a more comprehensive catalog i s  obtained. 

The s i tua t ion  may be sumed up as follows: It is  necessary t o  have 

available fo r  reference the en t i r e  spectrum of every molecule, i n  order 

that ambiguities such as the one i l l u s t r a t ed  may be recognized and e l i m i -  

nated. 

f'uture, t h i s  does not allow determination of a l l  possible errors .  

i f  a sui table  amount of data i s  is  available,  s t a t i s t i c a l  analyses can be 

done t o  determine the probabili ty of interference,  

progress a t  Mississippi S ta te  University where about 10,000 l i n e  Trequencies 

have been put on punched cards and are being analyzed by computer. 

mation gained i n  t h i s  manner can be used t o  determine how mch data of a 

given accuracy are needed t o  provide the desired confidence leve l  i n  an 

analysis,  

surements w i l l  be needed. 

unique fingerprint ,  but t h i s  is much more information than needed t o  iden- 

t i f y  the  molecule. 

on how many components are i n  the  sample. 

Since data catalogs w i l l  be incomplete f o r  a t  least the  near 

However, 

Such a study i s  i n  

Infor- 

It has been seen that, in  general, more than two or three mea- 

The en t i r e  spectrum of a molecule provides a 

The answer is somewhere i n  between and depends strongly 

A general approach t o  the  solution of the data problem is t o  consider 

the  case of N randomly dis t r ibuted l i n e s  with M resolvable "slots" i n  
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which they'may be placed. 

from any of the  types of spectra i l l u s t r a t ed .  

s imi la r i ty  i n  appearance i f  t h e  frequency in te rva l  is  reduced enough with 

each increase i n  resolution. 

scan over a l l  of R-band of a sample containing n-propyl chloride, which is  

responsible fo r  the s i x  strong l i n e s  seen, three f o r  each of the two 

This approach can be equally applied t o  results 

I n  fact, there  is  a @?ea% 

Compare figures 7 and 11. The latter is  a 

- 

_. chlorine isotopic species. There are hundreds of l i n e s  i n  t h i s  region at  

m a x i m  resolution. 

t e l l  t ha t  these spectra were not run under t h e  same conditions. 

t he  s t a t i s t i c s  fo r  one case are val id  for  the other. 

matelythe same amount of information available i n  each case, and it can 

be obtained i n  about the  same length of time, even though the  absolute 

accuracy and resolution are d i f fe ren t  i n  the  two cases by almost two orders 

of magnitude. 

following considerations: (1) the l o w  resolution scan covers the  e n t i r e  

range of the spectromter ,  whereas the high resolution scan covers only 

Except fo r  the frequency scale,  there is no way t o  

Thus, 

There is approxi- 

The choice of which mode  t o  use must be based on the  

a small portion, and a s ingle  such scan w i l l  not be enough t o  detect  all 

molecules; (2)  i n  t he  case of a mixture, t h e  low resolution scan m y  not 

provide enough information t o  complete the analysis, whereas as much more 

range as needed may be scanned i n  t h e  high resolution case; (3)  

molecules ex ib i t  useful spectra a t  both extremes of pressure. 

are the methylene chloride spectrum i n  figure 5, which does not show dis- 

c re te  l i n e s  a t  high pressures, and molecules l i k e  nitrobenzene which have 

strong l i nes  a t  high pressure which s p l i t  up in to  dense clusters  of weak 

l i n e s  a t  lower pressure. 

not a l l  

Examples 
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One way i n  which the  desirable  charac te r i s t ics  of both types of spectra 

may be used i s  t o  begin with a high pressure sample (of the orde? of 1 t o r r )  

and do a full band scan. A fast scan (2  minutes) w i l l  show if  the  sample 

has one or more molecules in  high concentrations and with strong l i nes .  

T h i s  m y  be repeated at  a slower rate and higher gain t o  de tec t  the minority 

consti tuents,  or if  nothing is seen the first time. 

cases where no fur ther  data are needed; but, i n  general, it w i l l  not be - 

possible a t  t h i s  stage t o  pos i t ive ly  ident i fy  every l i n e  observed, due t o  

the  lack of resolut ion and accuracy. What w i l l  be achieved i s  narrowing 

down the  possible consti tuents of the  sample t o  a reasonably short  l i s t .  

Figure 12 shows a scan of the same mixture as t h a t  i n  f igure 10, run i n  

about 15 minutes. 

e a s i l y  ident i f ied  on a 2-minute scan. 

can be seen, and the  l i n e s  due t o  the  other components a re  weak. 

can be pos i t ive ly  ident i f ied  a t  t h i s  stage, but more data is  needed t o  

pos i t ive ly  establish the  iden t i ty  of t h e  others.  

There w i l l  be many - 

All of the  strong l i n e s  are due t o  methanol, which w a s  

The 40 GHz methylene chlcwide l i n e  

Methanol 

The f i n a l  ident i f ica t ion  is  done by lowering the  pressure and searching 

fo r  some of the  strong l i n e s  f o r  each molecule a t  high resolu.tion and 

accuracy. Figure 13 i l l u s t r a t e s  several  such l i n e s  picSTed- from a mixture 

of methylene chloride, methyl e thy l  ketone, and five alcohols i n  air .  In  

t h i s  case, some of t he  chosen l i n e s  were obscured by interference from 

the  other molecules i n  t h e  sample, but enough are available without in te r -  

ference t o  complete the  analysis .  

automatically a t  Langley by means of a punched tape frequency programmer 

These narrow-band scans a re  done 
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which allows scans of any number of small pre-selected intervals .  A 

l i b r a r y  of tapes  may be kept on hand t o  suit  various s i tua t ions ,  

I n  the event t ha t  the  results of t h e  low-resolution scan are com- 

p le t e ly  negative, it i s  a n  indication t h a t  any absorbing molecules which 

may be i n  t h e  sample are only present i n  t r ace  amounts. I n  t h i s  case, 

- maximum sens i t i v i ty  w i l l  be needed, but since only a f e w  l i n e s  w i l l  be 

- detectable for  each molecule, t he  chances of interference are almost elimi- 

nated and a minimum of data i s  needed. 

number of frequency in te rva ls  a t  high sens i t i v i ty  may be much more than 

tha t  used i n  making the  low-resolution scan. I n  any event, some idea of 

the  complexity of t h e  spectrum i s  obtained and t h i s  i s  important i n  the  

determination of how many l i n e s  per molecule should be used f o r  

ident i f ica t ion .  

The t i m e  saved In  not scanning a 

A-JTOMATED QUALITATIVE ANALYSIS 

Whether 3 or 10 or 50 l i n e s  per molecule are used, it is  evident 

tha t  a great arrount of data w i l l  be needed t o  confirm the  presence (or 

absence) of very many molecules. 

there w i l l  be less advantage i n  scanning numerous small in te rva ls  over 

making a wider scan and using a l l  of the  l i n e s  detected. 

A s  data catalogs become more complete, 

However, i n  order 

of a l l  of t he  information available,  it is almost necessary t o  

use a computer for data reduction, and an automated spectrometer i s  highly 

desirable t o  reduce the  amount of operator t i m e  spent i n  making the  measure- 

ments. An automated spectrometer is expected t o  be i n  operation a t  Langley 



next year, and t h e  data reduction program is presently being developed. 

The ultimate goaX i s  real-time analysis,  so t h a t  t h e  operation of t h e  

spectrometer may be continuously modified as appropriate t o  provide only 

the amount of data necessary. 

program is a l so  providing valuable insight in to  ana ly t ica l  techniques 

and data handling i n  gcn eral. 

The development and t e s t ing  of t h i s  

- 

Figure 14 is a simplified flow diagram of the  computer program. - 
The catalog, f o r  tes t  purposes, contains an average of 20 l i n e  frequencies 

and i n t e n s i t i e s  for  each of 3.5 molecules. The in t ens i t i e s  are defined on 

a logarithmic scale re la ted t o  the  absorption coeff ic ient .  

version of the program uses only frequencies t o  ident i fy  the molecuJ-es, 

and the  second version a l so  uses intensi ty  information. 

input consists of anywhere from 30 t o  75 l i n e  frequencies and in t ens i t i e s  

taken from a full band scan of t he  sample. 

simulated by keeping the  sample data i n  t h e  same order i n  which it comes 

f romthe  spectrometer. A s  each sample frequency is  read, it is compared 

with the  tab les  of data  i n  the catalog. 

frequencies within a preselected e r ro r  l i m i t .  

kept on the possible ident i f icat ions,  including a l l  information which 

might be useful such as frequency and in tens i ty  e r rors  and the number of 

l i n e s  ten ta t ive ly  assigned t o  each molecule compared t o  the number 

expected, 

checked. 

decisions are  mde and instructions issued t o  the  spectrometer ra ther  than 

pr int ing out t he  results. 

The f irst  

The sample data 

R e a l - t i m e  operation i s  presently 

The program looks f o r  matching 

A running tabulation is 

A printout of the status is  made after each sample l i n e  is  

This par t  of the program w i l l u l t i m t e l y  be the  one where 



Figure 15 is  a typ ica l  pr intout  after about two-thirds of the  data 

had been analyzed for  a mixture of ethanol, isopropanol, and methylene 

chloride i n  air. 

t h e  bottom one is the  corresponding report  from version two. The score 

for  version one i s  simply the  percentage of catalog l i n e s  which have been 

matched f o r  each molecule i n  the range covered. 

The top portion is  from version one of the  program, and 

Version two of the 

-program adjus ts  the  score for  l i n e s  which m y  have been missed due t o  

d i lu t ion  by comparing the observed in t ens i t i e s  with those i n  the  catalog 

and determining the weakest l i n e  which could be seen i n  the  sample. 

has improved t h e  scores somewhat but is  especial ly  important when a more 

complete catalog is  included which has a wider range of  i n t ens i t i e s  than 

the  t e s t  catalog. 

This 

I n  addition to the  scores, t he  calculated errors a id  i n  determining 

Note the  small posi t ive fre- correct  assigmients of l i n e s  t o  molecules. 

quency e r r o r  for the  three molecules ac tua l ly  present. 

e r ror  due t o  the combination of scan rate and detector  t i m e  constant used, 

and a similar e r ro r  shoul-d hold f o r  any l i n e  which has been correct ly  

assigned. 

systematic and as an  indication of t he  measurement precision. The average 

in tens i ty  e r ro r  may be l a rge  as a result of d i lu t ion  of the  sample; but i f  

the variance i s  s m a l l ,  it is  an  indication tha t  not only the  frequencies 

m t c h  the catalog but t he  relative in t ens i t i e s  as well. 

Th i s  i s  a systematic 

The variance is useful here t o  insure that the  e r ro r  Ls ac tua l ly  

It i s  d i f f i c u l t  t o  predict  t he  f i n a l  form of the program, but it 

w i l l  probably operate i n  a manner similar t o  t h a t  described e a r l i e r  for  
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analysis of an unknown. 

t o  allow a ten ta t ive  analysis,  the  computer w i l l  choose specified frequencies 

fo r  the  ve r i f i ca t ion  of t he  preliminary analysis  ra ther  t h a n  continuing t o  

scan through t h e  e n t i r e  band. 

That is, after some i n i t i a l  data has been obtained 

DOUBLE RESONANCE SmCTROSCOPY 
- 

A l l  of the  preceding discussion has concerned means of handling the  - 

l a rge  quant i t ies  of da ta  obtained from conventional spectrometers. 

resonance modulation i s  being studied as a means of simplifying the 

observed spectrum. 

double resonance spectra.  Pa i r s  of t r ans i t i ons  a re  indicated, and each 

individual t r ans i t i on  represents one which can be observed by a conven- 

t i o n a l  spectrometer tuned t o  the  proper frequency. 

i n  a mixture there  are l i k e l y  to be other adjacent l i nes ,  and the object 

i s  t o  prevent t he  observation of these simultaneously w i t h  t he  desired 

liE. 

wave f i e l d  is  applied a t  the frequency of t he  other l i n e ,  an in tens i ty  

change i n  t h e  observed l i n e  w i l l  be seen due t o  coupling through the  

common energy level. The second (pumping) microwave f i e l d  may be frequency 

or amplitude modulated, and the  in tens i ty  of the  first l i n e  w i l l  vary a t  

the  modulation frequency of the pumping f i e ld .  

instead of the  Stark e f fec t  or other modulation method. 

t h i s  method is that it se lec t ive ly  modulates only the  l i n e  which is  

connected t o  the pumping l i n e  frequency by a common energy level, and none 

Double 

Figure 16 shows some energy level systems which ex ib i t  

A s  has been shown, 

If one of the  l i n e s  of a pair is being observed and a second micro- 

This e f f ec t  may be used 

The advantage of 
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of the  adjacent l i n e s  are observed. 

requires not only t h a t  t he  molecule observed have an absorption a t  a 

given frequency, but t h a t  t h i s  l i n e  be connected with a spec i f ic  second 

l i n e  a t  a d i f fe ren t  frequencythrough a common energy level .  

t h e  number of  absorptions which must be observed since the  probabi l i ty  of 

more than one molecule having a pa i r  of l i n e s  which coincide with those 

Thus, t h e  presence of a s igna l  output 

This reduces 

- 

- of another molecule i s  not negligible,  but t h e  chance of these pa i r s  being 

connected by a comon energy l e v e l  i n  each case is s l igh t .  

The simplification achieved is evident Rrom figure 17, which is  a 

portion of t he  conventional R-band spectrum of a m i x t u r e  of n-propyl 

chloride, dimethyl su l f ide ,  and propionic acid i n  a i r .  There are many 

l i n e s  present, mostly due t o  n-propyl chloride, making the detection of 

t he  other two components somewhat d i f f i c u l t .  The three t r ans i t i ons  indi-  

cated can be observed by the double resonance technique, using a pumping 

frequency i n  the I?-band (12.4-18 GHz) region. 

resonance l i n e s  obtained i n  a coiled waveguide c e l l  by Research Systems, Inc. 

(ref. 3). There is  no interference since each l i n e  must be observed 

individually by tuning the pwnping source t o  t h e  proper frequency as 

wel l  as tuning the  observing frequency properly. 

two l i n e s  i n  t h i s  region pumped a t  the  same frequency. 

Figure 18 shows the double 

Dimethyl sulfide has 

The long waveguide c e l l  has undesirable microwave and vacuum properties,  

and a new type of c e l l  i s  being tested at Langley t o  improve these. Figure 

19 I s  a block diagram of the  spectrometer with the new cell, which consis ts  

of a pa i r  of semi-confocal Fzbrey-Perot interferometers mounted a t  r igh t  
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angles i n  a sui table  vacuum enclosure, 

t h e  pumping frequency, and the  second a c t s  as a resonant cavity a t  the 

observing frequency. 

comon t o  both, 

i n  a more compact c e l l  than the  waveguide, and the vacuum properties a r e  

grea t ly  improved, The observed signal-to-noise r a t io s  are comparable with - 

conventional spectrometers. 

appear suited t o  accurate quantitative work and is not expected t o  replace 

Stark modulation as the most widely used modulation technique , 

it i s  highly specif ic  and has simple data output and can be made in to  a 

small package. The version w i t h  the  cavity c e l l  is par t icu lar ly  suited 

t o  fixed frequency operation and might be be t te r  than a Stark system 

for jobs involving continuous monitoring of a cer ta in  gas i n  a complex 

or  varying mixture where there  could be interference from other molecules 

when using conventional methods. 

One a c t s  as a resonant cavity a t  

Double resonance t rans i t ions  occur i n  the  space 

A long effect ive path and e f f i c i en t  pumping are achieved 

The double resonance technique does not - 

However, 

CONCLUSION 

The value of microwave spectroscopy i n  qual-itativc analysis of gas 

and vapor mi:rtures has been established. 

i s  s t i l l  necessary t o  establish guidelines f o r  the amount and nature of 

aata necessary to  avoid ambiguities and t o  increase the  amount of reference 

data available i n  the catalogs. Some of the  factors  which make rnlcrowave 

spectroscopy so a t t rac t ive ,  such as i t s  high resolution and accuracy, 

sensi t ivi ty ,  and ve r sa t i l i t y ,  contribute t o  the  problem by making possible 

A substant ia l  aolount of work 
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so mny a l t e rna te  approaches t o  t h e  solution of a problem. 

perspective, however, it i s  only necessary t o  r e c a l l  t h a t  none of the  

To maintain 

other techniques available can be considered t o  have been perfected yet, 

but t h i s  has not prevented t h e i r  u t i l i za t ion .  Modern microwave spectro- 

meters are capable of providing data with an accuracy, specif ic i ty ,  and 

repea tab i l i ty  unequalled by any other s ingle  instrument used for gas 

- a n u y s i s .  
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